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Introduction: Digital models have become more widely accepted for orthodontic diagnostic purposes. Intraoral scanners have 
the advantage of eliminating the need for conventional impressions. The aim of the present study was to assess the reliability 
and reproducibility of the Lythos intraoral scanner and to determine if a significant advantage is delivered over stone model and 
caliper measurements in tooth width and Bolton ratio accuracy. 
Methods: The study comprised 30 typodont models for which conventional alginate impressions and digital scans were obtained 
to generate stone and digital models, respectively. Mesiodistal tooth width measurements and Bolton ratios were obtained with 
either calipers and stone models or with Digicast (Ormco Lythos digital model software, Ormco, CA, USA) software using digital 
models. Pearson’s correlation coefficients tested intra-examiner reliability. Interclass correlation coefficients were used to assess 
agreement between examiners (reproducibility). The differences in the mean tooth width measurements and Bolton ratios from the 
typodont values and either the digital or conventional method were used to assess validity by applying two tailed t-tests. 
Results: The measurements obtained from the Lythos and stone models had near perfect intra-examiner agreement (Pearson ≥ 
0.98). The inter-examiner reproducibility for tooth widths, anterior Bolton and overall Bolton ratio was high and similar for both 
methods (Lythos scanner Interclass correlation coefficient (ICC) above 0.89, stone models ICC above 0.92). Stone model 
measurements were statistically twice as accurate as those derived from the digital system (0.032 mm versus 0.074 mm). There 
were no significant differences in accuracy between the methods for Bolton calculations. Clinically, there was no difference 
between the methods for tooth width measurements and Bolton calculations. 
Conclusions: The Lythos system is as reliable and reproducible as conventional calipers and stone models in tooth width 
measurements and Bolton calculations. The caliper method presents a statistically more valid tooth width measurement technique 
but the clinical significance of this is questionable.
(Aust Orthod J 2017; 33: 73-81)
Received for publication: July 2016
Accepted: March 2017
Tooth width measurement using the Lythos 
digital scanner
Michael Bowes,* William Dear,† Emily Close+ and Terrence J. Freer*  
Orthodontics Department, University of Queensland, Brisbane,* private practice, Gold Coast† and private practice, 
Toowoomba,+ QLD, Australia
Introduction
Comprehensive records and thorough treatment 
planning are essential in achieving successful ortho-
dontic outcomes. Proportional tooth size compatibility 
between the upper and lower arches is a clinical 
feature that needs to be assessed during orthodontic 
pretreatment assessment. If initially undiagnosed, 
it may unfavourably affect the finished result.1 The 
Bolton analysis is the best known proportional tooth 
size analysis and is traditionally performed on stone 
study models using Vernier calipers. The accuracy of 
this method has been tested and shown to be valid, 
reliable and reproducible leading to its adoption as 
the ‘gold standard’ in determining proportional tooth 
width discrepancies.2,3
There has been a trend towards digital records, 
including clinical notes, photographs and radiographs. 
More recently, digital models that have several 
advantages have been developed and incorporated 
into orthodontic practices. Electronic storage and 
retrieval of study models reduces physical storage 
space, prevents damage or loss of models and allows 
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the easy transfer of records and the ability to view 
models in multiple places simultaneously.4,5 Digital 
files allow for immediate information exchange for 
consultation or referral.6 Furthermore, digital models 
can be virtually manipulated, magnified and cross-
sectional views can be created.5 Three-dimensional 
models can be printed if required for the construction 
of orthodontic appliances.6 The files can be easily 
electronically dispatched for use by study clubs or for 
consultations.7 
Advances in optics and computing have led to the de-
velopment of direct intraoral scanning, which has the 
potential to make conventional impressions obsolete. 
Eliminating conventional impressions has the benefit 
of reducing errors associated with air bubbles, dis-
placement and movement of the tray, tray distortion 
or distortion from disinfection procedures or the set-
ting of the materials themselves.5 The ability to avoid 
conventional impressions in patients with severe gag 
reflexes, cleft lip and palate or those at risk of aspira-
tion is a significant benefit to an orthodontic practice.5 
Although the validity, reliability and reproducibility 
of direct intraoral scanners has been confirmed in the 
literature,5,6,8 the statistical differences between digital 
and conventional methods have not been investigated 
to determine which method provides better accuracy. 
No previous study has assessed the Lythos intraoral 
scanner (Ormco, CA, USA), which was released 
in 2013. The Lythos system captures data without 
the pre-powdering of teeth using autofluorescence 
imaging (AFI technology) to obtain data in real time 
(versus post-process stitching), acquiring a high-
definition detail scan at all angulations of the tooth 
surface. The Lythos system captures 2.5 million 3D 
data points per second, which results in a rapid single 
high-resolution scan. This data is then sent to Ormco 
for the development of digital models, which can be 
analysed using their proprietary Digicast software 
(Ormco, CA, USA). 
The aim of the present study was to determine the 
validity, reliability and reproducibility of the Lythos 
scanner in determining tooth width and Bolton 
ratios. Differences will be analysed to determine 
which method, either digital or conventional, delivers 
the more accurate results.
Materials and methods
The study was conducted on typodont models. The 
sample size was based on a significance level of 0.05 
to detect a mesiodistal tooth width difference of 0.5 
mm between model types with a power of 80%. This 
revealed that a sample size of 27 was required. The 
sample size was increased to 30 to match previous 
related studies within the field. 
Thirty typodont models were constructed using vary-
ing combinations of acrylic denture teeth of nine 
different brands from six different suppliers. This 
ensured that a wide range of tooth shapes and sizes was 
available to create different Bolton ratios on each set of 
models (Figure 1). All teeth were included from first 
molar to first molar in both arches and the teeth were 
of normal anatomy and undamaged. The typodonts 
were set up with 10 cases each of mild (<4 mm), mod-
erate (4 – 8 mm) and severe (8+ mm) crowding in 
an attempt to mimic the findings of clinical practice. 
A test scan of one typodont model was done under 
supervision of the Ormco Lythos technical represen-
tative to ensure that the acrylic teeth and wax could 
be readily identified in the scans. Subsequently, the 
scanning of all 30 models was undertaken utilis-
ing the Lythos digital impression system (Figure 2). 
Following typodont scanning, the images were 
uploaded onto Ormco’s secure web-based ‘cloud’ to 
enable construction of the digital study models. 
Impressions of the same typodont setups were also 
obtained using stock trays and alginate material 
(Kromopan™, Florence, Italy). The impressions were 
poured in orthodontic dental stone (Whip mix™, 
KY, USA) within three hours, and the impressions and 
models were checked for impression or casting defects. 
Figure 1. Typodont setups.
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The individual teeth were removed from the typodont 
setups to allow visualisation from all directions and 
unimpeded measurement of the maximum mesiodistal 
tooth diameters using a digital caliper (Mitutoyo, 
Tokyo, Japan). The mesiodistal tooth widths were 
defined as the maximum mesiodistal distance bet-
ween anatomical contact points if the teeth were 
aligned, made parallel to the occlusal and labial or 
buccal surfaces of the teeth.6 The measurements then 
became the true value of tooth widths against which 
measurements from the digital and caliper methods 
were tested.
Mesiodistal tooth widths and Bolton calculations 
were undertaken on the digital study models and 
the stone casts. The stone casts were measured using 
digital calipers which had their points sharpened to 
enable placement within the embrasure areas of the 
teeth (Figure 3). Caliper measurements were recorded 
to 1/100th of a millimeter. The digital study models 
were measured using Ormco’s Digicast software 
(CA, USA). The digital models were manipulated as 
required (rotated and magnified), and were measured 
using a personal computer with a 21.5” display and a 
standard mouse (HP Compaq 8200 Elite, Hewlett-
Packard, CA, USA). The software limits measurements 
Figure 2. Lythos intraoral scanner. Figure 3. Calipers with sharpened beaks.
to increments of 1/10th of a millimeter. The models 
were measured in a random order. All of the models 
from one capture method were measured first, followed 
by the second method, and the models were measured 
in batches of no more than five to minimise examiner 
fatigue. All measurements were entered directly into 
an Excel™ spreadsheet (Microsoft, WA, USA). 
The primary examiner, a senior orthodontic resident, 
measured each set of models twice, separated by a 
period of two weeks to prevent recall bias. The addi-
tional examiners, an orthodontist and an experienced 
general dentist, measured each set of models once us-
ing both measurement methods. The examiners were 
blinded to the identity of the models by assigning a 
random number label to the stone model and a ran-
dom letter label to the digital model. 
Houston (1983) described validity as ‘the extent 
to which, in the absence of measurement error, the 
value obtained represents the object of interest.’9 
This is the same as accuracy, which reflects the exact 
measurement of an object. Measurements of validity 
take place against a gold standard.10 The validity of 
digital models and stone casts in the present study was 
tested against the tooth width measurements of the 
typodont teeth. 
Reproducibility, as defined by Houston, is how 
close successive measurements of the same object 
are to one another.9 It is a measure of the ability 
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of a measurement to be reproduced by a second 
examiner.8 In the present study, reproducibility was 
assessed by comparing the closeness of measurements 
obtained by the three examiners. Reliability represents 
the consistency of measurements under identical 
conditions.10 This was evaluated by a comparison of 
the repeated measurements by the primary examiner.
Statistical analysis
Statistical analysis was performed using Stata (version 
12.1; StataCorp, TX, USA). The normality of the data 
was assessed by histograms of the differences in mean 
tooth width measurements between the typodonts and 
either the stone models (caliper) or digital methods. 
Histograms of individual tooth width differences and 
overall measurements showed a normal distribution. 
Reproducibility was performed using the interclass 
correlation coefficient (ICC) including a two-way 
random-effects model with absolute agreement. Mea-
surements by all three examiners from both methods 
were used in this calculation. The association between 
replicate measurements (reliability) was assessed using 
the Pearson product-moment coefficient (r). 
As the reproducibility and reliability were both found 
to be high, the measurements from the three examiners 
were used to calculate the validity of the measurements 
made on each tooth. Validity was assessed using the 
mean value obtained from each method employed 
by the three examiners. A two-tailed paired t-test 
was used to compare the recordings made using the 
digital method and the caliper method with those 
measurements obtained from the typodont. This was 
done for each tooth width, the mean tooth width, the 
anterior Bolton ratio and the overall Bolton ratio. The 
level of significance was set at p ≤ 0.05.
Clinical significance was defined as 0.5 mm for 
individual tooth width measurements and 2 mm for 
Bolton ratios, in keeping with literature trends.8
Results
There were significant differences between the tooth 
widths obtained using both measurement methods 
and the true typodont value (p < 0.05). On average, 
the widths were 0.074 mm less using the digital 
method and were 0.032 mm less using the caliper 
method. The differences between measurement 
methods are displayed in Table I. More statistically 
significant differences in tooth width sizes were found 
using the digital method compared with the caliper 
method (13 teeth compared to 11). Of the seven teeth 
that had upper limits outside the clinically acceptable 
range, only the caliper-measured lower left first molar 
appeared to be a systematic error due to an increased 
measuring bias of one examiner on this tooth. The 
smallest mean difference was found for the lower 
right canine, while the upper right first premolar had 
the largest mean difference overall. The variances of 
measurements (standard deviations) were least for the 
lower left lateral incisor and were greatest for the upper 
right second premolar. Only 11 out of the 1440 mean 
tooth width measurement differences were clinically 
different (>0.5 mm), representing 0.76% of the data. 
Six were produced by the caliper method and the 
remaining five were derived from the digital method. 
There were no statistically significant or clinically 
significant differences when calculating the Bolton 
ratios using either method (Table II). Using the 
calipers produced a smaller mean difference and range 
when calculating the anterior Bolton ratio. The digital 
method had a slightly smaller mean value for overall 
Bolton ratio, but also had a larger range. 
The reliability was high for both measurement 
techniques. Table III displays the differences between 
the primary examiner’s replicate measurements, and 
the p values for the differences between replications. 
Approximately 40% of the repeated measurements 
for the caliper method were statistically different (p 
< 0.05), whereas there were no significant differences 
generated by the digital method. The computer 
method had a smaller mean difference compared with 
the caliper method (0.008 mm versus 0.021 mm). 
The Pearson correlation coefficients were 0.99 for 
both methods, indicating high concordance between 
repeated measurements of tooth widths (Table IV). 
The scatterplots of the differences between repeated 
measurements show the second measurement was 
smaller using both methods and there was a tight 
grouping of measurement differences (Figures 4 and 
5). The Pearson correlation coefficient values were 
0.98 and above for both methods when calculating 
Bolton ratios, again indicating high concordance. 
The inter-examiner reproducibility was high for both 
methods. Table V shows the ICC values for both 
methods. The caliper method was more consistent at 
calculating tooth widths and overall Bolton ratios, and 
the digital method was more consistent at calculating 
the anterior Bolton ratio.
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Difference between the mean caliper measurements  
and the typodont measurements
Difference between the mean digital measurements  
and the typodont measurements









16  0.099 -0.220 0.410 0.149 0.001* 16 0.055 -0.350 0.373 0.183 0.111
15  0.148 -0.230 0.760 0.201 0.000* 15 0.178 -0.220 0.467 0.155 0.000*
14  0.079 -0.127 0.333 0.102 0.000* 14 0.138 -0.227 0.500 0.135 0.000*
13 -0.060 -0.320 0.203 0.120 0.010* 13 0.031 -0.267 0.373 0.153 0.276
12 -0.031 -0.257 0.137 0.102 0.110 12 -0.015 -0.263 0.233 0.142 0.579
11  0.012 -0.173 0.207 0.113 0.580 11 0.100 -0.100 0.337 0.121 0.000*
21  0.003 -0.230 0.207 0.111 0.866 21 0.141 -0.140 0.407 0.128 0.000*
22 -0.044 -0.277 0.210 0.118 0.048* 22 0.016 -0.483 0.320 0.162 0.590
23  0.009 -0.213 0.530 0.145 0.739 23 0.049 -0.117 0.500 0.130 0.048*
24  0.061 -0.210 0.407 0.154 0.039* 24 0.142 -0.200 0.430 0.171 0.000*
25  0.104 -0.100 0.477 0.149 0.001* 25 0.132 -0.100 0.403 0.134 0.000*
26  0.057 -0.197 0.387 0.158 0.059 26 -0.007 -0.333 0.467 0.177 0.822
36  0.168 -0.127 0.530 0.194 0.000* 36 0.155 -0.167 0.533 0.183 0.000*
35  0.084 -0.337 0.400 0.171 0.012* 35 0.177 -0.107 0.673 0.157 0.000*
34  0.007 -0.247 0.340 0.139 0.777 34 0.123 -0.200 0.567 0.162 0.000*
33 -0.071 -0.310 0.273 0.124 0.004* 33 -0.029 -0.270 0.287 0.136 0.249
32 -0.013 -0.203 0.193 0.082 0.385 32 0.016 -0.200 0.180 0.105 0.416
31  0.000 -0.193 0.177 0.087 0.978 31 0.042 -0.160 0.267 0.108 0.042*
41  0.019 -0.340 0.203 0.095 0.282 41 0.050 -0.227 0.340 0.135 0.050
42  0.014 -0.183 0.240 0.111 0.509 42 0.058 -0.233 0.400 0.159 0.054
43 -0.022 -0.223 0.173 0.108 0.276 43 0.006 -0.300 0.200 0.122 0.794
44 -0.004 -0.257 0.327 0.165 0.892 44 0.034 -0.230 0.360 0.141 0.192
45  0.016 -0.200 0.317 0.149 0.554 45 0.081 -0.233 0.367 0.129 0.002*
46  0.130 -0.210 0.560 0.187 0.001* 46 0.110 -0.133 0.467 0.152 0.000*
Mean 
difference
 0.032 Mean 
difference
0.074
SD  0.151 SD 0.157
P value  0.000 P value 0.000
Limits of 
agreement




* p < 0.05 * p < 0.05
Table I. Individual mean tooth widths and overall differences between the values obtained with either caliper or digital measurements compared with the 
actual measured acrylic tooth values (millimeters).










AB  0.023 -1.064 1.485 0.544 0.816 AB -0.254 -2.428 2.606 1.101 0.216
OB -0.083 -1.361 1.567 0.694 0.519 OB -0.066 -1.670 2.343 0.969 0.713
Table II. Difference of the mean Bolton ratios (expressed in millimeters) obtained from either caliper or digital measurements compared with the typodont 
values 
AB – Anterior Bolton; OB – Overall Bolton.
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Difference between repeat tooth width measurements with the 
calipers method
Difference between repeat tooth width measurements with the 
calipers method
Mean difference P value Mean difference P value
16  0.069 0.002* 16 -0.04 0.395
15 -0.020 0.213 15 -0.02 0.231
14 -0.021 0.001* 14  0.01 0.281
13  0.023 0.227 13  0.05 0.414
12  0.021 0.000* 12  0.10 0.493
11  0.073 0.497 11  0.05 0.446
21  0.020 0.036* 21 -0.01 0.404
22  0.046 0.002* 22  0.07 0.323
23  0.092 0.193 23  0.05 0.293
24 -0.008 0.299 24 -0.02 0.273
25  0.021 0.000* 25 -0.15 0.180
26 -0.054 0.146 26  0.00 0.383
36  0.014 0.001* 36  0.01 0.426
35 -0.061 0.492 35 -0.09 0.282
34 -0.026 0.179 34 -0.02 0.291
33  0.084 0.260 33  0.02 0.399
32  0.024 0.914 32  0.02 0.316
31  0.057 0.364 31  0.02 0.295
41  0.084 0.055 41  0.06 0.378
42  0.042 0.002* 42  0.03 0.213
43  0.062 0.647 43  0.02 0.276
44  0.006 0.311 44  0.00 0.312
45 -0.001 0.000* 45  0.03 0.357
46 -0.016 0.712 46  0.01 0.406
Average    0.0177 Average     0.008
SD      0.17877 SD           0.179002
*P < 0.05 *P < 0.05
AB AB
Average 0.216813 Average -0.16125
SD 0.894248 SD 1.246521
OB OB
Average 0.051363 Average 0.009464
SD 0.929574 SD 1.075824
Table III. Mean difference between the primary examiner’s replications for digital and conventional methods (millimeters).
Caliper Digital
Tooth widths 0.99 0.99
Anterior Bolton 0.98 0.98
Overall Bolton 0.99 0.98
AB – Anterior Bolton; OB – Overall Bolton.
Table IV. Pearson correlation coefficient for replicate tooth width measurements and Bolton ratios for the primary examiner.
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Discussion
This was the first investigation that evaluated the 
validity, reliability and reproducibility of the Lythos 
digital scanner and associated software in determining 
tooth width sizes and calculating Bolton ratios. As 
this study was conducted on typodont teeth whose 
mesiodistal tooth widths were measured individually, 
a direct comparison between digital methods and 
caliper methods was able to be undertaken to 
determine which technique provided a more robust 
method of tooth width measurement and Bolton ratio 
calculation. 
The digital method and the caliper method both 
produced statistically significant differences in 
tooth width measurements and Bolton calculations. 
Although these differences were small, the caliper 
technique was slightly more reliable. Luu et al.,11 in 
a systematic review, described a clinically relevant 
ICC ICC 95 % Reference interval
Caliper Tooth width 0.98 0.97–0.99
Caliper Overall Bolton 0.95 0.92–0.98
Caliper Anterior Bolton 0.92 0.92–0.98
Computer Tooth width 0.97 0.97–0.99
Computer Overall Bolton 0.89 0.89–0.97
Computer Anterior Bolton 0.96 0.96–0.99
Table V. Interclass correlation coefficient (ICC) for difference in measurements between examiners.





Figure 4. Mean difference between the primary examiner’s replications of tooth width 
measurements using the caliper method. 
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Figure 4. Mean difference between the primary examiner’s replications of tooth width
meas rements using the caliper method.
Figure 5. Mean difference between the primary examiner’s replications of tooth width
measurements using the digital method.
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difference in two-point measurements as 0.5 mm, 
which also agrees with the level of clinical significance 
set by Naidu and Freer.8 When a threshold for clinical 
significance of 0.5 mm for tooth width measurements 
is applied, both methods tested in the present study 
are clinically valid. Both methods tended to record 
tooth width measurements that were smaller than 
the typodont values. The limits of agreement with 
both methods were below the clinically significant 
difference of 0.5 mm. Only 0.8% of tooth width 
measurements fell outside the clinically acceptable 
range using the caliper method and 0.7% using the 
computer method. These results compare favourably 
with previous studies within the field, which have 
reported absolute mean differences up to 0.38 mm. 12 
Studies comparing measurements made on digital 
models with those made on stone models have shown 
that digital measurements can vary compared with 
their conventional counterparts.8,13 Previous studies 
have found that measurements made on stone casts 
tended to overestimate measurements taken directly 
intraorally.14,15 The present study found that both 
methods tended to underestimate the true tooth 
widths. The reasons for this could include: (1) 
distortion associated with the impression material 
prior to pouring the models;16 (2) the process of 
scanning and recording data points and algorithms 
used in the construction of digital models may affect 
the dimensional accuracy of the digital models; (3) 
although there was a calibration period, the examiner’s 
inexperience taking measurements may have affected 
the results recorded; (4) typodont teeth were measured 
individually and the maximum mesiodistal width was 
easily identified. These areas may have been obscured 
by localised crowding or tooth angulations on the 
digital and stone models. 
The lower incisors generally have the smallest range 
of measurement error and are the most accurately 
measured teeth. Being more square in shape, it is 
hypothesised that these teeth will provide more 
consistent landmark identification. This is in contrast 
to the molars, which, being more rounded, potentially 
present more difficulty in consistently identifying 
the same measurement landmarks. The larger mean 
differences and standard deviations of the molars and 
premolars would support this contention. 
The anterior Bolton ratio was 0.029% smaller than 
the typodont value when using caliper measurements, 
and the overall Bolton was 0.089% larger. When 
calculated by the digital method, the anterior and 
overall Bolton ratios were overestimated by 0.31% 
and 0.071% respectively. The Bolton ratios were 
also assessed as differences in millimeter values to 
determine clinical relevance. Endo et al. recommended 
that discrepancies in excess of 2 mm be regarded as 
clinically significant.17 Furthermore, Othman and 
Harradine suggested that a 2 mm discrepancy is 
clinically acceptable.18 Although the mean Bolton 
discrepancies using both measurement methods in the 
present study were neither clinically nor statistically 
significant, the upper and lower limits of the digital 
method fell outside of the clinically acceptable range.
Although both methods are acceptable techniques for 
measuring tooth widths and calculating Bolton ratios 
from a clinical perspective, the caliper method provided 
more accuracy. The small difference in statistical 
significance may be a product of the limitation of 
the measuring increment within the Lythos system. 
The Lythos system allows measurements to 1/10th of 
a millimeter, whereas the caliper was accurate up to 
1/100th of a millimeter.
Pearson correlation coefficients between the primary 
examiner’s repeated measurements were high for 
both methods for tooth width measurements (r = 
0.99) and Bolton ratio calculations (r ≥ 0.98). This 
indicates that each method is highly reliable. Using 
the caliper method, approximately 40% of the tooth 
width measurement means were statistically different 
on the second measurement. However, the computer 
method had no statistically different values between 
repeated measurements. The Bolton ratios using 
both methods were reliable as determined by the 
Pearson correlation coefficient. However, the standard 
deviations were higher than those observed for tooth 
width measurements. This suggests that the range of 
measurements is much wider related to Bolton ratios 
than those obtained from individual tooth width 
measurements. This outcome is not unexpected, as the 
errors from the individual tooth width measurements 
that are culminated in the Bolton calculation will lead 
to larger differences in the Bolton ratio. Intra-examiner 
reliability is excellent for both methods and the digital 
method appears to generate more consistent values.
The digital and caliper methods resulted in high 
ICC values, which indicated that each method was 
reproducible between examiners. ICC values above 
0.75 have been described as excellent by Roberts and 
Richmond.10 The ICC values for both methods in the 
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present study all exceed 0.89, representing excellent 
reproducibility. The caliper method was slightly 
more reproducible in measuring tooth widths and 
calculating overall Bolton ratios, whereas the digital 
method provided a more reproducible anterior Bolton 
ratio. 
Conclusions
1. The Lythos system has a clinically acceptable 
accuracy when measuring tooth widths and 
calculating Bolton ratios, although it is inferior 
to the caliper method.
2. The reliability of the Lythos scanner is excellent 
and is equal to that of the caliper method.
3. The reproducibility of the Lythos scanner is 
excellent and is equal to that of the caliper 
method.
4. The caliper method should be maintained as the 
gold standard against which other methods are 




Validity. This is a measure of the accuracy of the 
methods. It is assessed by comparing the conventional 
and digital measures with the typodont measurements.
Reliability. This is a measure of how repeatable the 
measurements are under the same conditions. This is 
intra-examiner reliability.
Reproducibility. This is a measure of how close 
successive measurements of the same object are. This 
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